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The effects of nanowire (NW) length on surface-assisted laser desorption/ionization (SALDI)
mass spectrometry (MS) of small molecules were investigated using ZnO NWs of 50 nm
diameter with a broad range of lengths ranging from 25 to 1600 nm. Characterization of the
ZnO NWs revealed that the length was the only parameter that varied in this study, while
other properties of the NWs remained essentially the same as the bulk properties. Experiments
on SALDI efficiency exhibited that the SALDI processes on NWs have a certain length
window. In the present case of ZnO NWs, the SALDI efficiency was found to be enhanced on
the nanowires of 250 nm length, corresponding to an aspect ratio of 5. The roles of NW length
in the SALDI processes were discussed from the viewpoint of efficient energy-transfer media
as well as physical obstacles screening laser irradiation and preventing the escape of nascent
ions from NW surfaces. The existence of the length window may provide valuable insight for
tailoring new nanostructures for efficient SALDI of small molecules. (J Am Soc Mass
Spectrom 2010, 21, 989–992) © 2010 American Society for Mass SpectrometryDue to interference of matrix ion peaks in thesmall mass range (700 Da), application ofthe matrix-assisted laser desorption/ioniza-
tion (MALDI) method has been limited for mass spec-
trometry of small and biologically important molecules
such as drugs, metabolites, lipids, and the like. How-
ever, recent advances in nanotechnology, particularly in
the development of nanomaterial fabrications, have
shed light on laser desorption/ionization of small mol-
ecules without treatment of conventional matrices [1].
A variety of nanostructured materials have been
examined for their capabilities of surface-assisted laser
desorption/ionization (SALDI). Nano- and micrometer-
sized particles including Au, Al, Mn, Sn, W, Si, Sn,
SnO2, TiO2, and ZnO [2–5] have been studied as poten-
tial SALDI matrices. NWs of ZnO, SnO2, GaN, SiC [6],
and carbon nanotubes [7], have also been examined.
Among many examined materials, Si has been a subject
of extensive studies due to the discovery of the desorp-
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Siuzdak and colleagues [8, 9]. Investigations of DIOS
were further extended to Si NPs [10], Si NWs [11], and
nanostructured Si surfaces [12, 13]. Some mechanistic
aspects involved in DIOS were also reported [14–17],
but the DIOS mechanism is not yet fully understood.
ZnO is an important semiconducting material for
many industrial applications [18]. It possesses a direct
wide band gap (Eg 3.3 eV), allowing absorption of UV
photon energy at 355 nm (3.49 eV) with a large absorp-
tion coefficient (a) of 1.7  105/cm1. The penetration
depth (1/a) of 355 nm photons is only 60 nm. The bulk
thermal conductivity () of ZnO has been reported to
range from 0.6  1.4 W/cm K, which is quite low and
comparable to that of Si, i.e., 1.5 W/cm K. Preparation of
ZnO as various nanostructures including nanotubes, na-
norings, and nanobelts has also been well documented.
Previously, ZnO NPs and NWs have been success-
fully demonstrated as SALDI matrices. Using ZnO NPs
with an average diameter of 350 nm, Watanabe et al.
showed successful laser desorption/ionization of vari-
ous small molecules such as drugs, oligosaccharides,
lipids, and synthetic polymers [5]. Kang et al. demon-
strated the SALDI of small peptides on ZnO NWs with
diameters of 50–100 nm and lengths of tens of microme-
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than the other NWs examined in their work. In this
work, we investigated the effects of nanowire size,
particularly in terms of length, on the SALDI efficiency
for small drug molecules using varied lengths of con-
stant diameter ZnO NW, ranging from 25 to 1600 nm,
while keeping other properties as the same as the bulk,
single crystal properties.
Experimental
Fabrication of ZnO NWs
ZnO NWs were produced on an Au/Ti/Si structured
substrate by a vapor transport process. The detailed
experimental procedure can be found elsewhere [19].
The lengths of ZnO NWs were determined in a range of
25 to 1600 nm by controlling the growth time.
SALDI Experiments
The test drug molecules, clonidine (exact mass: 230.1
Da), tamoxifen (371.5 Da), ketoconazole (531.4 Da), and
azithromycin (749.0 Da) were purchased from Sigma-
Aldrich (Yongin, Korea) and used without further pu-
rification. Single crystal ZnO substrates with (0001)
direction were purchased fromMTI Corporation. (Rich-
mond, CA, USA).
In a typical SALDI experiment, a 0.5 L drop of 10
M solution in 10% MeOH in ultrapure water (5 pmol)
was pipetted onto a ZnO NW substrate. After drying
under ambient conditions, SALDI experiments were
performed using a MALDI mass spectrometer (Auto-
flex III; Bruker-Daltonics, Bremen, Germany) equipped
with a high-repetition UV laser (355 nm). We report the
laser power in terms of percentage laser power, esti-
mated from the attenuator setting. The ion yields were
obtained at least quadruply, and the average and stan-
dard deviations were calculated from the measured
peak intensities.
Results and Discussion
Characterization of ZnO NWs with
Various Lengths
The fabricated ZnO NWs were routinely examined
using SEM and XRD (see Supplementary Data, which
can be found in the electronic version of this article).
The SEM images revealed that the ZnO NWs had a
diameter of 50 nm  10%, irrespective of their lengths.
The number density of NWs was estimated from a top
view SEM image to be about 1.5  1010 cm2, which
gives 83 nm for the average center-to-center distance
and thus 33 nm for the average closest spacing between
adjacent NWs. As the lengths of the NWs increase, the
surface area is accordingly expanded.
The observed XRD patterns clearly indicate that the
ZnO NWs of this study carry a good single crystallinity,having a WZ (würztite) crystal structure characteristic
of bulk ZnO crystal. Further photoluminescence exper-
iments preformed for the 50 and 250 nm long ZnO NWs
gave essentially the same results, revealing two optical
transitions that are known for the crystalline ZnO
spectrum: the A free excitons and their first excited-
state transitions at 3.38 and 3.42 eV, respectively. In the
case of Si NWs, it was in fact previously reported that
the quantum confinement effects would become signif-
icant when the diameter of Si NWs becomes smaller
than 2.2 nm [20]. Therefore, it can be assumed that the
change of length in this study may not alter the material
properties from those of bulk crystals.
Near-Threshold SALDI Behaviors
Figure 1 displays the SALDI mass spectra taken for the
four molecules on the 250 nm long ZnO NWs. The
SALDI on ZnO NWs produced strong intact ions. In the io-
nization, the charge was acquired by protonation or
cationization by Na and K, which might be residuals
from the former synthesis steps of NWs, the drug
solution, or the environment. Other peaks in the mass
spectra most likely originated from sample contamina-
tion rather than fragmentation. On the 250 nm long
ZnO NWs, 5 pmol loading to a 1 mm diameter circle
corresponds to a surface density of 4.7  1013 cm2 for
drug molecules. This gives a number density that is
lower than the typical surface atom density of 1015. It
was thus assumed that the surface coverage of the
sample would not exceed a monolayer in this work.
We first investigated the threshold ionization behav-
iors using ZnO NWs with different lengths by measur-
ing ion intensities as a function of laser power (see
Supplementary Data). However, due to low ion inten-
sities in the threshold region, it was difficult to assess
the true onsets of SALDI signals. Instead, we chose to
evaluate the laser power needed to obtain an ion signal
intensity of 3000 in arbitrary unit (a.u.), which corre-
sponded to a signal-to-noise ratio of 100, and was
slightly above the true threshold. The near-threshold
laser powers defined in this way are presented in Figure
2a. From the results, it is evident that the SALDI process
has an apparent length dependence and appears to be
most efficient on the ZnO NWs with a length of 250 nm.
For comparison, we also carried out the same experi-
ment on a single crystal ZnO substrate. The near-
threshold laser power for the ZnO crystal was mea-
sured to be 61%, which is about one and a half of that
for the 250 nm long ZnO NWs.
We further confirmed the efficient SALDI process on
the 250 nm long ZnO NWs, by measuring ion yields at
an increased and fixed laser power of 48% for the ZnO
NWs with different lengths (Figure 2b). The laser power
lies substantially above the threshold, where, for exam-
ple, the SALDI ion intensity on the 250 nm long ZnO
NWs was several times greater than the near-threshold
ionization. As shown in Figure 2b, the results obtained
using four drug molecules all support that the most
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long ZnO NWs. The SALDI efficiency is then greatly
lowered with longer NWs. The sensitivity of SALDI on
the 220 nm long ZnO NWs was estimated to be better
than 100 fmol (see Supplementary Data).
The Effects of NW Length on SALDI
The results demonstrate that the SALDI process on ZnO
NWs of 50 nm diameter has a certain length window
where it becomes most efficient. To elucidate the actual
roles of NW length in SALDI, we considered the
mechanistic aspects. The noticeable difference in the
SALDI efficiencies of NWs and single crystal sur-
face indicates that the nanostructure is essential for
the SALDI process. The lower threshold laser power
for NWs suggests that the nanostructure may contrib-
ute to absorbing and transferring UV laser energy to
molecules much more efficiently than flat surfaces. In
this regard, one can consider that surface heating,
which is greatly enhanced with the formation of NW
structures, is a key component of SALDI processes.
In the case of ZnO, the depth of conductive heating
(D) during laser irradiation (t) of 7 ns, given by D 
(t/Cp)
1/2, is about 130 nm, where  and Cp denote
thermal conductivity and heat capacity, respectively
[14]. The estimated depth is greater than the NW
diameter of 50 nm, and thus the heat conduction in the
transverse direction is limited by the surface boundary
condition. In addition, the absorption of 355 nm may
Figure 1. SALDI mass spectra obtained for 5
azithromycin (749.0), (c) Tamoxifen (371.5), (d)
length.take place efficiently through the entire NW, as the UVpenetration depth (1/a  60 nm) is comparable to the
NW diameter (50 nm), contributing to efficient utiliza-
tion of laser energy in the ZnO NWs. The heat accumu-
lated in the NWs can then drastically increase the
surface temperature and promote desorption of mole-
cules in the SALDI processes. For example, surface
heating of Si by UV laser absorption can increase its
surface temperature up to 1000 K [14]. Under these
circumstances, if the length of the NWs is much shorter
than the depth of conductive heating (D), the absorbed
energy may flow out through the substrate. Consider-
ing these effects, the NW lengths should be longer than
the order of the depth of conductive heating (D), i.e.,
130 nm in the ZnO case, to enhance SALDI processes.
It is also necessary to consider the geometrical pa-
rameters involved in the ZnO NW arrays. A NW can
efficiently block the UV radiation, casting a shadow on
the next NW. In addition, due to the instrumental
geometry, the UV laser enters at a certain angle from the
surface normal (30°). Considering that the average
closest spacing between NWs is about 33 nm, a NW can
be irradiated only for about 60 nm from the top when it
is assumed to be fully screened by a neighboring NW.
We also examined the sample distribution over the ZnO
NWs by energy dispersive spectroscopy (EDS) experi-
ments. The EDS mapping results revealed that the
sample was evenly deposited along the longitudinal
direction of the NWs (see Supplementary Data). As the
sample to be mass-analyzed is located between densely
standing NWs with increasing NW length, it is more
ol of (a) clonidine (exact mass: 230.1 Da), (b)
onazole (531.4) using the ZnO NWs of 250 nmpm
Ketocdifficult for nascent ions to escape into the vacuum.
992 SHIN ET AL. J Am Soc Mass Spectrom 2010, 21, 989–992Likewise, long NWs can act as a physical barrier against
both laser irradiation and the escape of molecules.
Conclusions
The results of this work suggest the nanostructure is
indeed essential for efficient SALDI process, in which
surface heating may be deeply involved. The existence
of the length window may provide valuable insights for
tailoring new nanostructures for efficient SALDI of
small molecules.
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